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Abstract 
 
A novel wear prediction framework was developed by coupling a patient-specific lower extremity musculoskeletal multibody dynamics model with 
the finite element contact mechanics and wear model of total knee replacement. The tibiofemoral contact forces and kinematics were influenced by 
articular surface wear, and in turn, the variations from the knee dynamics resulted in increases in the volumetric wear of 404.41 mm3 after 30 million 
cycle simulation from 380.86 mm3 from the traditional wear prediction using fixed load/motions. The developed patient-specific wear prediction 
framework provided a reliable virtual platform for investigating articular surface wear of total knee replacements.  
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1. Introduction 
 Total knee replacement (TKR) is effective to replace the damaged cartilage tissues and help the patients to restore daily 
activities [1]. Although the survivorship of knee implants may extend beyond two decades [2], wear debris of ultra-high 
molecular weight polyethylene (UHMWPE) in TKR induced aseptic loosening is still a major limitation to longevity [3-6]. 
Laboratory knee wear simulator testing is invaluable for understanding polyethylene wear mechanisms and pre-clinically 
evaluating new implant designs and materials [7-14]. However, the experimental testing is associated with substantial cost and 
time, as a large number of low frequency gait cycles are required [8, 15], while computational wear modeling is an alternative 
attractive solution [1, 16]. 
Patient-specific load/kinematics play an important role in vivo wear behavior [6, 17], however, the majority of previous 
computational wear studies [1, 15, 18, 19] have adopted the load/motions specified in ISO 14243 (2009) [20] as the input 
condition. Although some studies [21] have adopted a patient-specific kinematics, the load was not from the same patient. In 
vivo contact forces and joint motions are essential for patient-specific wear prediction [6]. Although in vivo knee contact forces 
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and joint motions have been measured using instrumented knee prostheses [22, 23] DQG ÀXRURVFRSLF LPDJLQJ V\VWHP [24] 
respectively, it is still difficult to obtain all these information from the same patient simultaneously. Consequently, multibody 
dynamics (MBD) modelling of TKR by considering the patient-specific lower extremity musculoskeletal (MSK) system is an 
alternative attractive method to the in vivo measurements [25-27].  
 The patient-specific lower extremity MSK MBD models of TKR [25-27] have been established to predict the tibiofemoral 
joint forces and secondary knee kinematics with a reasonably good accuracy, based on the elastic foundation model [28] which 
incorporate a deformable knee implant into a rigid MBD simulation [29], and the force-dependent kinematics (FDK) method 
[27] for predicting the secondary motions. The predicted in vivo knee joint forces and motions can readily be used to predict 
the surface wear of the TKR using the methodology already established [1]. All previous wear predictions have used fixed 
load/kinematics for the wear simulation of TKR, and not considered the effect of the change of kinematics/load due to tibial 
insert geometry variation caused by wear [30-33]. The use of fixed load/motion in the wear simulation means that the change 
of these input conditions, which affects the multi-directional cross-shear motion [34, 35], has not been considered. It is feasible 
to predict the implant wear under the patient-specific load/kinematics condition by coupling a lower extremity MSK MBD 
model implanted with specific knee prosthesis, with the contact mechanics model and wear model. However, to our knowledge, 
such a framework has not been reported.  
 This study aimed to develop a novel patient-specific computational wear prediction framework of TKR by coupling a 
lower extremity MSK MBD model implanted with a specific knee prosthesis, the contact mechanics model and wear model. 
Furthermore, the interaction between the knee joint load and motions, contact stress and wear of the bearing surface in the 
TKR was investigated. 
2. Materials and methods 
2.1 Patient-specific musculoskeletal model 
 A patient-specific lower extremity MSK model which was validated for the joint load in our previous study [25, 26] was 
used in this study. The patient-specific MSK model was developed in Anybody (version 6.0; AnyBody Technology, Aalborg, 
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Denmark) using publically available data (https://simtk.org/home/kneeloads) [36], collected from a specific patient (subject PS, 
male, 180cm, 75kg) implanted with an instrumented knee implant. The generic lower extremity MSK model (AnyBody 
Managed Model Repository V1.6.2), which is based on the Twente Lower Extremity Model [37] anthropometric database, was 
scaled to the patient-specific MSK model according to the patient pre-operative bone geometries using an advanced bone 
morphing method [38]. Meanwhile, all related muscle and ligament attachment points or areas GH¿QHGRQWKHJLYHQERQHwere 
scaled accordingly to match the patient bone geometries. The patient post-operative bones with the instrumented Zimmer 
NK-II cruciate-retaining prosthesis were rigidly registered to the scaled femur and tibia. A new knee joint model with 11 
degrees of freedoms was developed, based on the FDK method [39], which included deformable contact surfaces and 
ligaments. The soft tissues crossing the tibial-femoral (TF) and patella-femoral (PF) joint included the medial collateral 
ligament (MCL), the lateral collateral ligament (LCL), the posterior cruciate ligament (PCL), the posteromedial capsule (PMC), 
and the medial and lateral PF ligaments (MPFL, LPFL). Ligaments were modeled as non-linear spring elements with a 
piecewise force±displacement relationship [40]. Three contact pairs were defined between the medial and lateral of the tibial 
insert and the femoral component and between the patellar button and the femoral component based on the elastic foundation 
theory [29]. The UHMWPE was considered as a non-linear material [25]. All contact forces between the contacting surfaces 
were calculated using a linear force-penetration volume law with a contact PressureModule of 1.24x1011 N/m3 in this study 
[41]; further details can be found in a previous study [25]. 
 The SDWLHQW¶V standing reference trial used to scale the other remaining segments and determine original model marker 
locations, and a patient-specific walking gait trial with experimental ground reaction forces were imported into the developed 
MSK model to calculate the medial, lateral and total TF contact forces, PF contact force and ligament forces, as well as the 
knee joint motions using the FDK solver during a simulated walking gait [25].  
2.2 Finite element model 
 A finite element (FE) model (Fig. 1) of the corresponding TKR of the above patient was developed using Abaqus/Explicit 
(Abaqus 6.12, Simulia Inc., Providence, RI) to calculate the contact mechanics. The tibial insert was modeled as a non-linear 
4 
 
PDWHULDOZLWKDPRGXOXVRIHODVWLFLW\RI03DDQGD3RLVVRQ¶VUDWLRRI [1]. The tibial insert and the femoral component 
were meshed using linear hexahedral elements (C3D8I) and quadratic tetrahedral elements (C3D10M) respectively. Mesh 
densities were determined by convergence studies, which resulted in an approximate global size of 1.0 mm for the insert, 1.5 
mm for the femoral component. A penalty contact was defined between the contact surfacesˈincluding a FRHI¿FLHQWRIIULFWLRQ
of 0.04, and this value was in accordance with artificial joints and experimental pin-on-disk (POD) tests, as well as previous 
computational models [42-45]. 
 The outputs from the gait simulation of the patient-specific lower extremity MSK model were used as the boundary 
conditions (BCs) for the developed FE model. The total contact force was applied on the reference node of the femoral 
component, defined at the axis through the center of the femoral contact surface and offset 5 mm in the medial direction, 
according to ISO 14243 [20]. The flexion-extension of the femoral component was also prescribed through the reference node 
(Fig. 1b). The adduction±abduction motion was left free. All other degrees of freedom of the femoral component were 
constrained. Anterior-posterior displacement and internal-external rotation were applied on the tibial reference node. All other 
degrees of freedom of the tibial insert were constrained. 
2.3 Wear model 
 In this study, the model developed and validated by Abdelgaied et al. [1] was adopted to predict the articular surface wear 
of the UHMWPE tibial insert in the presence of bovine serum lubricant. This wear model was used widely in wear prediction 
[1, 46, 47]. The wear model was based on the idea that wear volume (V) is proportional to the contact area (A) and sliding 
distance (S): 
V CAS 
                                                                          (1) 
where C is a non-dimensional wear coefficient dependent on a cross-shear ratio (CS), determined from the experimental 
measurements of a multi-directional POD wear test in the presence of bovine serum lubricant to achieve the same boundary 
and mixed lubrication condition as in artificial joints [35, 48-50]: 
1/( ) cC a b CS   u
                                                                               (2) 
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where a, b and c are constants, and the CS was defined on the unified theory of wear and work [34, 35, 51], as the component 
of the frictional work perpendicular to the principal molecular orientation direction (Ecross-shear), divided by the total frictional 
work (Etotal): 
cross shear
total
ECS
E
 
                                                                                   (3) 
 The effect of UHMWPE creep was also considered, based on the experimental data reported [52]. The creep was modeled 
as: 
3 4[3.491 10 7.966 10 (log( ) 4)]creep avt hG V  u  u 
                                                  (4) 
where t is time (min), avV  is the average pressure (MPa), and h is the thickness (mm).  
 The total linear damage ( totalG ) of each node on the insert surface, which was the sum of linear wear ( wearG ) and creep 
deformation ( creepG ), was used to update the surface geometry˖ 
total wear creepG G G 
                                                                                (5) 
2.4 Coupling prediction framework 
 A novel computational framework was established by coupling the above patient-specific MSK model, FE model and 
wear model of the knee implant (Fig. 2). The patient-specific MSK MBD model of the TKR calculated joint forces/motions 
during gait simulation, then these were input into the FE model as the BCs to calculate the contact pressure and sliding 
distances of the insert at each node and each time increment. Custom Python scripts were used to extract the results from 
Abaqus output database, and a Matlab script was developed to calculate wear and creep for each node of the contact surfaces 
and output the worn insert geometry. The updated worn insert geometry was subsequently imported into the MSK MBD model 
to calculate new joint load/motions for the new FE analysis. The insert surface was updated, using the total linear damage 
depth at each node. Two iterations were performed for the first 1 million cycles, to account for the large creep at the early stage, 
and then every 2 million cycles were considered till 30 million cycles. A non-coupled wear model with the constant BCs as the 
initial gait cycle for the whole simulation was also considered for the purpose of comparison. 
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3. Results and discussion  
3.1 Musculoskeletal model  
 Fig. 3 shows the effect of the articular surface wear on the knee joint contact forces and motions during a 30 million cycle 
simulation. The insert wear changed the TF lateral-medial load distribution. The lateral contact force (Fig. 3a) increased during 
the stance phase, especially at 20% gait cycle, the amplitude increased by 17.76% and 33.22% after 20 million cycle and 30 
million cycles respectively. At the meantime, the medial contact force (Fig. 3b) decreased, and the second crest decreased by 
2.99% and 7.50% after 20 million cycle and 30 million cycles respectively. The effect of wear on the total contact force (Fig. 
3c) was slight, and the second peak decreased by 3.08% and 5.88% after 20 million cycle and 30 million cycles respectively. 
For the joint motions, the primary flexion-extension motion (Fig. 3d) was not sensitive to the wear. However, relatively larger 
changes were found in the secondary knee kinematics, especial the anterior-posterior translation (Fig. 3e) and the 
internal-external rotation (Fig. 3f). Compared with the initial values, the range of the anterior-posterior translation of the 
femoral component decreased 14.43% after 30 million cycles. The amplitude of the femoral external rotation increased 
especially during the stance phase of the gait cycle with a peak increase of 7.52% after 30 million cycles wear. Williams et al. 
[53] investigated how the wear changed kinematics and contact stresses using a retrieved polyethylene insert of TKR. They 
found the worn articular surface resulted in a decrease in the range of anterior-posterior translation and an increase in femoral 
external rotation. Our findings were consistent with their results, although the percentage changes were different. 
 The effects of the wear on the ligament forces are shown in Fig. 4. The PCL and LCL forces were not sensitive to the 
wear. The PCL was slightly increased during the stance phase, while the LCL was slightly decreased during the swing phase. 
The MCL force had a relatively large decrease of 18.84% after 30 million cycles during the stance phase. In this study, the 
wear of articulating surfaces resulted in the geometry change of the tibial insert, and this further influenced the 
muscle/ligaments moment arms, which directly contributed to the change of the muscle/ligaments forces, eventually leading to 
the changes in the knee joint forces and motion. The linear wear of the medial side was larger than the lateral side as wear 
progressed, which increased the laxity of MCL, and the MCL force decreased meanwhile the LCL force slightly increased (Fig. 
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4). The changes of MCL and LCL eventually altered the TF medial-lateral load distribution and the femoral external rotation. 
Although the PCL force decreased along with wear, the range of the anterior-posterior translation was not increased, which was 
mainly restricted by the worn surface. 
3.2 Finite element model  
 Fig. 5 shows the contact pressure distribution at the maximum load of the gait cycle. Generally, for both coupled and 
non-coupled model, the contact pressure decreased as wear progressed, as a result of the increased contact area, due to the 
increased conformity. After 5 million cycles, the predicted maximum contact pressure of the non-coupled model was in general 
steady with slightly increased at some instances, due to the change of the contact surfaces as wear progressed. While for 
coupled model, the maximum value oscillated, especially at 10 million cycles, for the change of the TF contact force, the 
anterior-posterior translation and internal-external rotation which subsequently altered the contact location. Both wear and 
kinematics have combined effect on contact surface change, leading the fluctuation of maximum contact pressure for coupled 
model. Compared with the non-coupled model, a larger maximum contact pressure was predicted from the coupled model after 
5 million cycles, although the differences were small. This is mainly due to the change of the contact surfaces as a result of 
both kinematics and wear, decreasing the conformity in part of the contact surface compared with the non-coupled model. The 
maximum contact pressure of the coupled model was transferred from the medial to the lateral side of the insert, apparently 
after 20 million cycles wear simulation, because of the decreased medial contact force and increased lateral contact force 
during the stance phase. Williams et al. predicted the peak contact stress increased threefold using a retrieved insert [53], while 
the maximum contact pressure was slightly decreased in our study. The retrieved insert from Williams et al. was worn severely, 
and the rough surface caused stress concentration which led to increase in the peak contact stress. However, our study was 
based on a mild surface wear mechanism [1, 43], which resulted a smooth worn surface. Therefore, the maximum contact 
pressure did not increase but decrease along with the increasing conformity as the wear simulation continued.   
Fig. 6 shows the effect of the variation of knee dynamics on the average contact area (Fig. 6a) during a gait cycle and the 
average cross-shear ratio (Fig. 6b). Generally, the contact area increased for both models as the wear progressed, with a marked 
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increase from the beginning to 1 million cycles due to the effect of creep. Compared with the non-coupled model, a larger 
average contact area and average cross-shear ratio were found from the coupled model, mainly due to the change of the 
anterior-posterior translation and internal-external rotation. The larger average contact area may lead to a smaller average 
contact pressure, however the maximum value was determined by the change of the contact surfaces as explained above. 
3.3 Wear model  
The distributions of the accumulated sliding distance of the insert surface for the coupled (Fig. 7a) and non-coupled model 
(Fig. 7b) are shown in Fig. 7. For both models, the distribution at the initial stage was apparently different from the latter, and 
the maximum values decreased while the distributed area increased as wear progressed. Small differences were predicted in the 
distributions from the two models. 
 The changes of the volumetric wear (Fig. 8a) and worn area (Fig. 8b) of the TKR at different wear stages are shown in 
Fig. 8. Compared with the non-coupled model, the volumetric wear predicted by the coupled model was larger. Wear volumes 
of 380.86 mm3 and 404.41 mm3 were predicted from the non-coupled model and the coupled mode respectively after 30 
million cycles wear simulation. Worn area (Fig. 8b) was increased for both models as wear progressed, and stabilized after 15 
million cycles. Worn areas of 1165.18 mm2 and 1178.80 mm2 were predicted from the non-coupled model and the coupled 
model respectively. 
 Fig. 9 shows the distributions of the linear wear of the insert surface at different wear stages from the coupled (Fig. 9a) 
and non-coupled model (Fig. 9b). Both models predicted a deep wear scar around the center of the medial side. The worn scars 
on the medial side from both models were more anterior compared to the lateral side. There were negligible differences in the 
linear wear distributions between two models. 
The effects of the changes in knee joint load/kinematics on wear prediction were investigated by comparing with the 
non-coupled model. It is also clear from the distribution of accumulated sliding distance and the linear wear, the change of the 
kinematics, especially the anterior-posterior translation and the internal-external rotation, mostly influenced the contact 
location. Compared with the non-coupled model, an increased external rotation of the femur was mainly led to an increase in 
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the cross-shear ratio, further leading to a larger wear volume for the coupled simulation. The difference of volumetric wear 
between coupled and non-coupled model was not obvious, demonstrating that in a well-designed knee implant with small wear, 
the change of the kinematics and load due to wear was not remarkable. 
3.4 Limitations 
Although the developed subject-specific wear prediction framework provided a new method to realistically quantify the in 
vivo wear of TKR, this study still possessed many limitations. Firstly, the patient-specific lower extremity MSK MBD model 
did not consider the potential change of the patient¶s gait due to the wear of the tibial insert. Secondly, only a patient with a 
single gait trail and one type of knee prosthesis were considered in this study, and the patient-specific difference and various 
implant designs should be investigated in future work. Thirdly, due to the lack of the relevant patient specific ligament 
properties, generic values were taken from the literature, and the ligament origin and insertion points were located manually to 
ILWWKHSDWLHQW¶VERQHJHRPHWULHVDFFRUGLQJWRDQDWRPLF descriptions. Fourthly, although the wear model has been verified with 
experiments [1, 46, 54], the predicted wear volumes were 31%-45% lower than the experimental results [32], and the 
experimental simulator results may be even smaller than the retrieved TKR [55]. The improvement of the wear model may 
provide an even more realistic coupled framework. Fifthly, the total TF contact forces were used as the axial load applied at the 
reference node of the femur, according to ISO 14243 [20]. The MSK MBD model outputted the medial/lateral contact forces 
respectively, adduction-abduction motion, and medial-lateral translation. All these input conditions could be used directly in 
the FE modeling and wear simulation. Furthermore, it is also necessary to consider the adverse conditions [5, 11] when the 
wear of the tibial insert increased markedly, and the consequent effects on the interaction with the biomechanics of the knee 
implant. Despite of these limitations, the potential advantages of the coupled patient-specific biomechanics and wear prediction 
framework are evident.      
4. Conclusion 
 A novel patient-specific wear prediction framework of TKR, coupling the lower extremity MSK MBD model implanted 
with a specific knee prosthesis, FE model and wear model of the artificial knee joint, was developed to investigate the 
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interaction between the knee joint load/kinematics and the wear of the insert bearing surface. The articular surface wear of the 
tibial insert resulted in change of ligament forces, which leading to the change of TF medial-lateral load distribution and 
kinematics. In turn, the changes of the knee joint dynamics contributed to the further articular surface wear of the insert. 
Taking the interaction between in vivo kinematic/load, contact mechanics and wear into consideration, this patient-specific 
coupled framework can provide a more realistic prediction of wear and functional outcomes of knee implant designs. 
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Fig.1. Patient-specific TKR model (Zimmer NK-II cruciate-retaining): femur and tibial insert solid model (a), FE model with BCs (b). 
 
 
Fig.2. Novel computational framework: coupled patient-specific MSK MBD model, FE model and wear model of TKR. 
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Fig.3. Contact force and motions of MSK MBD model at different simulation cycles: TF lateral contact forces (a), medial contact forces (b), 
total contact forces (c), femoral flexion-extension angle (d), anterior-posterior translation (e), internal-external rotation (f). 
 
 
Fig.4. Ligament forces of MSK MBD model at different simulation cycles: PCL forces (a), MCL forces (b), LCL forces (c). 
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Fig.5. Contact pressure distribution (MPa) from the coupled and non-coupled models, 0 million cycles, 5 million cycles, 10 million cycles, 
20 million cycles and 30 million cycles, at the moment of the maximum loading of the gait cycle. 
 
 
Fig.6. Average contact area (a) and average cross-shear ratio (b) from wear prediction for coupled and non-coupled models at different wear 
stages. 
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Fig.7. The accumulated sliding distance (mm) distribution of insert surface for coupled model (a) and non-coupled model (b) at different 
wear stages. 
 
 
Fig.8. The volumetric wear (a) and wear area (b) of coupled and non-coupled models at different wear stages. 
 
 
Fig.9. Linear wear (mm) distribution of the insert surface for coupled model (a) and non-coupled model (b) at different wear stages. 
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Highlights 
x A novel patient-specific wear prediction framework was developed  
x Coupling a patient-specific musculoskeletal model and finite element wear model 
x Knee loads and motions were influenced by the tibial insert wear 
x Varied knee contact mechanics further aggravated the tibial insert wear  
